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Abstract Decubitus ulcers, also known as pressure sores,
is a major problem in health care, in particular for patients
with spinal cord injuries. These patients cannot feel the
discomfort that would urge healthy people to change their
posture. We describe a system that uses a sensor mat to
detect problematic postures and provides tactile feedback
to the user. The results of our preliminary study with
healthy subjects show that the tactile feedback is a viable
option to spoken feedback. We envision the system being
used for rehabilitation games, but also for everyday
Decubitus ulcers prevention.
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Introduction
Decubitus ulcers are an area of localized damage to the skin
and underlying tissue caused by pressure, shear, friction and
or a combination of these. In The Netherlands alone, the
treatmentofDecubitusulcerscost600millioneuroperyear,
which is more than 1% of the total costs of healthcare in The
Netherlands (Health Council of The Netherlands 1999).
Braden and Bergstrom (1987) identiﬁed extrinsic and
intrinsic factors that inﬂuence pressure sore development.
Extrinsic factors include moisture, friction and shear.
Intrinsic factors include nutrition, age, arteriolar pressure
and possibly also interstitial ﬂuid ﬂow, emotional stress,
smoking and skin temperature. The risk of developing
Decubitus ulcers is particularly high for people that have to
spendmostoftheirtimeinbedsorwheelchairsbecausetheir
skin is exposed to long durations of pressure. Within this
group,peoplewithaspinalcordinjury(SCI)areamongstthe
mostvulnerable.Besidesbeingconstrainttowheelchairsand
beds, they also lack the ability to sense the pain that would
urge healthy people to change their posture. Environmental
aspects that cause irritation, such as moisture, are also not
detected. Eighty-ﬁve percent of the people with SCI expe-
rience damages that are directly related to their inability to
sense irritation or pain that would normally alert the human
body (Revalidatiefonds 2009). Once Decubitus ulcers has
developed the patient has to spend a very long time in a
resting position to allow the damaged skin to heal. This
decreases the patients’ mobility even further, resulting in a
reduction of their social life, which in turn can have an
impact on their psychological well-being.
A typical scenario for the development of Decubitus
ulcers is that the patient ﬁrst receives training during
rehabilitation. The patients undergo dramatic changes in
their lifes and need to adjust to the new situation. Under the
supervision of the nurses they are made aware of the
necessity to frequently change their posture. However,
once they return to their old environments, they often start
to neglect changing their posture. It is difﬁcult to pay
attention to something one cannot perceive. Over time,
their decreased posture activity leads to an increased risk of
peak pressures and reduced variance in pressure relief
(Merbitz et al. 1985; Stockton and Parker 2002). Hobson
(1992) showed that the mean maximum pressures of
patients with SCI are signiﬁcantly higher compared to
healthy people in all nine sitting postures he studied.
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ulcers is to assess the risk of the patient with the Braden
scale (Braden and Maklebust 2005) before selecting an
appropriate prevention method. One of the most common
prevention methods are pressure relieving pillows and
mattresses. Five attributes of a pillow need to be taken into
account (Sprigle and Schuch 1993): density (weight/vol-
ume ratio), stiffness (measure of softness), resilience
(ability to recover shape), dampening (absorb impact loads)
and envelopment (surface area covered). Based on these
attributes the right pillow can be selected. A variety of
materials and design are available, including generic
countered foam, air ﬁlled pillows, water ﬁlled pillows,
solid gel pillows, viscoelastic foam and segmented foam.
The goal of all these pillows and mattresses is to distribute
the weight of the patient equally. However, the pillows and
mattresses remain completely passive. They cannot make
the patients change their position.
In the hospital environment, ﬁrst attempts for a more
active bed date back to 1970s (Harvin and Hargest 1970;
Roemer et al. 1975). The ﬁrst automatic beds rotated the
patient by turning the half-tube shaped bed. Nowadays the
automatic bed is replaced by air-ﬂuidized beds, which are
an important and proven therapy for pressure sores.
Patients rest on a bed of beadlike ceramic spherules
through which ﬁltered air is circulated, thereby simulating
the mechanics of ‘‘ﬂuid’’ movement (Strauss et al. 1991).
This type of bed is used in extreme cases in which a
wound has already developed. The more commonly used
beds use alternating pressure mattresses. These mattresses
alternate pressure on the body by changing the pressure of
the different segments of the bed. The principles of these
beds are useful for the healing process of Decubitus
ulcers, but they are not practical in the every day wheel
chair usage.
All the solutions presented above for the prevention
and recovery from Decubitus ulcers have one thing in
common: they neglect the potential of the user. In par-
ticular the potential of users that have a lower spinal cord
injury (LSCI). These users are fully able to move their
upper body. LSCI users between 18 and 40 years tend to
have an active lifestyle. Their problem is not that they
cannot move enough, but that they cannot sense when
they should move their body. We therefore focused this
project on giving these users back their lost sense. Once
they are able to feel critical postures, they can move
around and thereby decrease the risk of developing
Decubitus ulcers. We also propose to introduce elements
of game play into Decubitus ulcers prevention. The sys-
tem should not be limited to being an alarm system, but
also a platform for rehabilitation games, similar to how
Nintendo’s Wii is used in rehabilitation (Goldberg et al.
2008; Leder et al. 2008).
Challenges
This project faced two challenges: sensing critical postures
and communicating them to the user. Several pressure
measuring mats are already in the market, such as Tek-
scan’s BPMS
TM System,
1 XSensor’s PX100
2 and Vista
Medical’s FSA Seating Assessment.
3 These mats measure
the pressure between the body and the seating surface.
Naturally, the communication protocols of these com-
mercial solutions are not openly available. We reverse
engineered the communication protocol of the Vista
Medical’s FSA system to be able to receive the sensor
readings of this pressure measuring mat. The real challenge
was to deﬁne what sensor readings constitute a critical
posture, because it has to take the posture of the user over
time into account.
The second challenge was to ﬁnd an appropriate com-
munication channel to the user. The communication should
be discreet, immediate, and easy to understand. We will
now discuss these three requirements in more detail. We
need to respect the privacy of the user and therefore it
would be inappropriate to shout the behavior of the users
out loud. Also, the communication should get the attention
of the user immediately. It would be insufﬁcient if the user
notices a problem only after several minutes. Last, the
communication should tell the user directly what the
problem is and what the user should do next. Due to
practical reasons, only the visual, auditory and tactile
modalities are available for communication within this
project. We will now quickly discuss their advantages and
disadvantages.
The visual sense is the most powerful sense and it is
possible to communicate a wealth of information through
it. The commercial solutions listed above use screens to
visualize the pressure distribution (see Fig. 1 for an
example). Adding such a screen to the wheel chair would
enable the user to see exactly where the problem is.
The main problem of visual feedback is that users have
to look at it to notice the signal. Unless the screen would be
positioned in the direct ﬁeld of view, it would be difﬁcult
for the user to be aware of potential problems. Moreover,
such a screen would obstruct the general vision and might
therefore not be desirable.
Auditory feedback has the advantage of being able to
directly grab the attention of the user, no matter where the
user is looking at. It is therefore frequently used for alarms,
such as ﬁre alarms. This advantage is directly related to its
1 Tekscan is located in South Boston, MA (http://www.tekscan.com/).
2 XSensor is located in Calgary, Canada (http://www.xsensor.com/).
3 Vista Medical is located in Winnipeg, Canada (http://www.
pressuremapping.com/).
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123disadvantage: the auditory signal is public. Other people
can hear the signal as well, which compromises the privacy
of the users. The user may maintain privacy by wearing a
headset, but this might not only become uncomfortable
after a certain period, but it may also inhibit communica-
tion with other people and media (e.g. television). Com-
pared to visual signals, auditory signals convey less
information, but speech would certainly be rich enough to
inform the user about the current status.
Tactile feedback is also able to directly grab the atten-
tion of the users, but it can do it discreetly. Vibration
motors that are attached to the body can be sensed imme-
diately without alerting other or inhibiting the communi-
cation with others. It is therefore commonly used for silent
alarms in mobile phones. A pilot study at Brunel Univer-
sity, tactile interfaces have been successfully used for
visual impaired people and may offer advantages over
auditory interfaces (Gustafson-Pearce et al. 2007). Because
visual impaired people rely on auditory information from
the environment, tactile feedback is a good choice for
navigation since it does not interfere with auditory channel.
It has also been shown that tactile feedback has been
superior to visual feedback as a medium for warning car
drivers of collisions (Scott and Gray 2007).
Tactile feedback seems particular successful in situa-
tions in which other modalities are already occupied.
However, the amount of information that can be commu-
nicated is limited compared to visual and auditory com-
munication. The main research question is therefore if
tactile feedback can provide sufﬁcient information to the
user about critical postures. Before we describe the
experimental setup to investigate this question, we will
provide a short summary of the feedback system we
developed.
Design
The design of our system consists of two main parts: a
sensor subsystem and an actuator subsystem (see Fig. 2).
The two subsystems currently communicate with each
other through two wires, but in the future, we intend to use
wireless communication. We will now describe the two
subsystems in more detail.
Sensing Subsystem
The sensing sub system consists of 256 sensors that are
connected into a force sensing array (FSA). This array is
then connected to a microcontroller. We used Vista Med-
ical’s FSA Seating Assessment sensor mat (see Fig. 3) for
an FSA. It is only 2 mm thick and measures 533 mm by
533 mm with an active sensing area of 430 mm by
430 mm. This mat uses piezo resistive semi conductor
polymers, that are sandwiched between two layers of
highly conductive rip stop nylon fabric. The individual
sensors are connected in a matrix that provides an array of
Fig. 1 Pressure distribution of a sitting person
Fig. 2 The system architecture
Fig. 3 Vista Medical’s FSA Seating Assessment sensor mat
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123force sensitive cells that measure the pressure distribution
between the two surfaces. The cells are connected to an
Arduino micro controller.
The 256 sensors provide a too detailed view on the
pressure distribution on the mat. With only nine areas, it is
possible to detect the nine standard postures (Hobson 1992)
typically assumed by wheelchair users. The 256 sensors
need to be mapped to nine areas. Since the anatomy of the
users is different, it is necessary to adapt the mapping to
each individual user (Fig. 4).
The sensing subsystem micro controller sends an alarm
to the actuator subsystem micro controller if the pressure in
an area exceeds a threshold. For each of the nine sections,
the micro controller took four measurements per second.
The number of sensors associated to a section varied.
Section A might have 16 sensors, while section B might
have only eight. Each area has a linear storage of 100 slots.
This storage functions as a ﬁrst-in-ﬁrst-out storage register
that provides a moving window of measurements.
If at least one sensor reading in an area was above the
pressure threshold, a value of one was stored. If no sensor
readingexceededthepressurethreshold,azerowasstoredin
thestorage.Eachareahasitsonestorageandallofthemused
a ﬁrst-in-ﬁrst-out dropping policy. When value number 101
needs to be stored, the 1st value gets dropped from the
storage,andwhenvaluenumber102comesin,the2ndvalue
gets dropped, and so fourth. All values in the linear storage
aresummedandifthesumexceededthetimethresholdof20,
an alarm for the respective area was triggered.
Based on the feedback of several experts, we set the
initial pressure threshold to 32 mmHg. The time threshold
was initially set to 20, meaning that if the pressure
threshold was exceeded for 12 s within 1 min in a certain
section, the alarm was triggered. Both threshold must be
considered preliminary and the system allows us to adjust
them at any given time. Literature indicates that the com-
bination of pressure and duration deﬁnes harmful postures.
Reswick and Rogers (1975) proposed the curve shown in
Fig. 5 to deﬁne harmful postures. Several studies indicated
that this widely used benchmark might need to be updated
(Gefen 2007; Linder Ganz et al. 2006). The threshold in
our system can be adjusted as soon as improved guidelines
have gained general acceptance.
Actuating Subsystem
The actuating subsystem consists of a 1 m belt to which 16
vibration motors are attached at a distance of 6 cm (see
Fig. 7). Eight of these motors are attached to one LED
driver (Maxim MAX7313) and eight to another. One
MAX7313 has sixteen input/output ports and could in
Fig. 4 An example mapping of the 256 sensors to nine areas
Fig. 5 Maximum suggested pressure over time (taken from Reswick
and Rogers 1975)
Fig. 6 Position of the motors on the belt
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123principle drive the 16 vibration motors alone, but we
decided to split the 16 motors over two LED drivers to
reduce noise. The two LED drivers are then controlled
through an Arduino micro controller using the I
2C proto-
col. The vibration intensity of each motor could be con-
trolled separately.
For the vibration motors we selected the MOT-0 motor
from VOTI, which has a diameter of 10 mm, a height of
3 mm and a weight of 1 g. Three lithium coin cells (3 Volt
each) powered the micro controller and the motors. Each
motor requires 3 Volt and 70 mA and the micro controller
requires 5 Volt. All the components have been integrated
into the textile belt. The belt is worn around the chest and
its width can be adjust with the Velcro closing strip. In
summary, the belt can create vibration patter along the
chest of the user.
Evaluation of Feedback System
The presence of several commercial products that map the
pressure of the users indicates that this part of feedback
systems is well understood and developed. We ourselves
did not develop our own sensing mat, but used existing
products. However, the part of communicating problematic
postures to the user is less understood. We therefore con-
ducted a preliminary experiment to determine if the pref-
erable tactile feedback is able to communicate sufﬁciently
well in comparison to auditory feedback. For practical
reasons, we were not yet able to test the system with LSCI
patients and used healthy subjects instead. We speculate
that the sensory perception in the upper torso and cognitive
processing of LSCI patients to approximate that of healthy
people and therefore assume that a study with healthy
subjects is able to provide initial insights into the feasibility
of tactile feedback.
We performed a within participants experiment in which
the type of feedback was the independent variable. It
consisted of two conditions: tactile feedback or auditory
feedback. The dependent variables were the reacting time
and error of the user. To provide a realistic usage scenario
we also included a secondary task since in normal life, the
participants would also be busy with other tasks while they
receive the posture feedback. The secondary task consisted
of watching a silent cartoon movie on a computer screen.
This visual distraction does not interfere with the auditory
or tactile feedback. This visual task is an in-between step
towards a rehabilitation game, that would most likely
include a screen.
Set Up
The participant is positioned in a chair in front of the
computer at a distance of 1 m. A sensor mat was placed on
the chair. The mat was connected to computer to auto-
matically record the behavior of the user. The same com-
puter also controlled the auditory or tactile feedback. The
automatically created log ﬁle of this computer allowed us
to deduct the reaction time and error of the users. In the
auditory condition, the participants wore a headset to
receive the feedback and in the tactile condition the par-
ticipants were wearing the tactile feedback belt on their
chest, right above their underwear.
The feedback the participants received were not the
location of a problematic area, but instructions to what
posture they should change to relief the problematic area.
The audio feedback consisted of four verbal messages:
forward, backward, left, right. The verbal messages were
created using the TextAloud text-to-speech synthesizer.
The length of the auditory messages ranged between 2.05
and 2.17 s.
There are two types of vibrotactile feedback: impulse
and continuous feedback (Lindeman et al. 2004). Impulse
feedback refers to ballistic interaction, comparable to
knocking. Continuous feedback refers to contact over a
longer period of time. In this study, we decided to use
continues feedback to indicate a direction towards which
the user should be moving. The continues feedback
describes the perceived sensation as one of a ﬂow around
the body. The vibration therefore mimics the irritation that
healthy people would feel. Although the vibrations are not
painful, we expected that the users naturally wanted to
move away from them.
The tactile feedback consisted of four vibration patterns.
The feedback used to instruct the user to move in a certain
direction is listed in Table 1. Lets take the example of
instructing the user to move forward. The motors are
labeled according to the schema in Fig. 6. First the motor
in the very back would start (a) before the its immediate
neighboring motors (b, c) to the right and left would start.
The signal moved around the torso towards the front. Each
motor would increase its intensity to a maximum, at which
time the next motor would slowly start. The ﬁrst motor
then decreases its intensity back to zero (see Fig. 8 for the
Fig. 7 Tactile feedback belt
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123forward pattern for the right side). The complete interval of
increasing and decreasing the vibration intensity was
640 ms for each motor. The complete duration for one
vibration pattern was 3.2 s.
Participants
Twenty six volunteers (22 men, 4 woman) from the
Department Industrial Design at the Eindhoven University
of Technology were recruited for the experiment. None of
them were involved in the project or had previously joined
related projects. Participants ranged in age from 21 to
27 years, with an average of 24 years. 12 participants were
ﬁrst randomly assigned to either the tactile condition and
14 to the audio condition.
Measurements
The computer automatically recorded the starting time of
the signal, the time when the participant reached the new
position and if the new position was the requested position.
We could therefore calculate the reaction time and the sum
or errors for each participant.
Procedure
After welcoming the participants, the experimenter guided
the participants to the chair in which they signed a written
consent form. During this time, the experimenter checked
if the participant is in a central position on the chair and
whether the participant has any items on them that could
inﬂuence the measurements, such as wallets in their back
pockets or buttons stitched onto the trousers.
The participants were instructed to sit in the center of
the chair. They were then asked to either wear the head-
phone or the belt. Next, they were instructed to watch the
cartoon. Once they would receive the signal (auditory or
tactile) they would have to move to the indicated position
as quickly as possible. Afterwards they should move back
to the center position. After a short training session, the
ﬁrst session of the experiment started. The participants
received twelve signals to which they had to react. The
order of the signals was randomized. To avoid a training
effect, the time between signals was also randomized,
ranging between 5 and 20 s. The participants were not
notiﬁed if their change of posture was correct or not.
Afterwards, the participant would use the other feedback
device and again receive instructions. They then had the
opportunity to try out the system in a short training session.
Afterwards the second session of the experiment started
that the same structure as the ﬁrst session. After the second
session, the participants were debriefed. The order of the
two sessions was cross-balanced across the participants.
Results
We performed a repeated measure analysis of variance
(ANOVA) in which the feedback type (auditory or tactile)
was the independent variable and the reaction time and
error were the dependent variables. We did not ﬁnd an
order effect between the two experimental conditions.
Levene’s test of equality of error variance revealed that the
variances for the dependent variables were equally dis-
tributed. The feedback type had a signiﬁcant (F(1,23) =
6.964, p = 0.015) effect on reaction time, but it did not
have a signiﬁcant effect on error (F(1,23) = 1.944, p =
0.177; Table 2.
Table 1 Moving instructions (the letters refer to the motors in Figure 6)
Activated vibration motor at time t
t = 0 t = 320 ms t = 640 ms t = 960 ms t = 1280 t = 1600 t = 1920 ms t = 2240 ms t = 2560 ms
Forward a b ? cd ? ef ? gh ? ij ? kl ? mn ? op
Backward p n ? ol ? mj ? kh ? if ? gd ? eb ? ca
Left h f ? jd ? lb ? na ? pc ? oe ? mg ? ki
Right i g ? ke ? mc ? oa ? pb ? nd ? lf ? jh
Fig. 8 Intensity over time of the moving forward pattern (right side
only)
Table 2 Reaction time (in seconds) and error counts
Reaction time Error
Mean SD Mean SD
Tactile 2.4908 0.30134 0.5833 0.66856
Auditory 2.0707 0.39566 0.2143 0.42582
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123Conclusions
Previous studies indicated that in particular peak pressures
and a lack of posture activity promote Decubitus ulcers
(Gefen 2007; Hobson 1992; Linder-Ganz et al. 2007). We
presented a system that is able to detect harmful posture of
users and provides discreet tactile instructions to what
posture the user should change. By guiding the users into
new postures, the system is hopefully able to reduce the
risk of developing Decubitus ulcers.
The results of the experiment show that tactile feedback
is an appropriate medium for posture feedback. Although
the participants were slightly slower in moving to the
indicated posture, the difference is so small that it can be
neglected. We speculate about two reasons for the small
difference. The ﬁrst reason is that the tactile signal itself
took on average half a second longer to be produced than
the audio command. A second reason might be that the
novelty of the tactile feedback. We speculate that it might
take longer for the user to get used to tactile feedback than
this current study allowed for. In any case, the fraction of a
second difference is unlikely to have an impact on the
overall Decubitus ulcers prevention. It is also possible that
an impulse tactile feedback might speed up the recognition
process and enable to the users to react as quickly to the
tactile feedback as to the auditory feedback.
The next step for this project is to study the system over
a longer period in the context of use. In our current study,
the participants used the system only for a short period of
time, and we were obviously not able to detect problematic
postures within the framework of several hours. Further-
more, we want to test the system with LSCI patients to
verify that their response do not deviate too much from our
results. In the end, LSCI patients are an important target
group and hence they are the true benchmark.
We also want to further explore the opportunities of the
system for rehabilitation games. Due to the discreet nature
of tactile feedback, such a game would not be limited to a
speciﬁc rehabilitation session, but it could be played
throughout the day. The system could also be used as a
generic game controller, allowing SCI patients to even play
Dance Dance Revolution. The results from out study
indicate that our system is a suitable candidate for game
play.
We need to clearly state that we did not perform a
clinical study that could justify a claim that our system
makes a contribution to the prevention of Decubitus ulcers.
We could only show that tactile feedback is viable option
to auditory feedback to communicate feedback about the
posture of the user. An extended clinical study would be
necessary before a system as described above could be
admitted into the market for medical products.
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